


































































































STATE OF CALIFORNIA
- DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051 : .:‘)#5”

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV O/l (
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER_ OCCURS FIRST.

JDATE. | TIME ek L ED.NO. |
05/15/2015 | 045, 14F23-11-5-10 .| 17046
C1307252
Prepared by:
Douglas C. Talbot
06-23-14
Expires on:
06-23-16

*  If the reading is within plus or minus (&) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
** TIfusing dry gas for accuracy checks, note the canister serial mmber in the 1ot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202I< (Rev. 8-08) OPI 051
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AREA NAME
South Los Angeles

AREA NO.
530

COORDINATOR NAME
Officer Kirk Lee

L.D. NUMBER
17046

PAS MAKE/MODEL

Intoximeters In¢./Alco-Sensor IV

PAS SERIAL NO.

O/YLGL

PA

S DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

5

DAIE | HNE | £ o LOTRO. EST AL (Optonaly| TE 3
05/15/2015 | j0 37 30/ 14F23-11-5-10 .100 ) Lee | 17046
C1307252 |
|
i
Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

*

** If using dry gas for accuracy checks, note the canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.

If the reading is within plus or minus (x) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.0

90 t0 0.110).
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DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202I (Rev. 8-08) OPI 051

AREA NAME

AREA NO.

COORDINATOR NAME

i
|
|
I
|
I

Fr3T

South Los Angeles

530

Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor I\‘[

PAS SERIAL NO.

OBIU3T

D

 DATE

05/15/2015

14F23-11-5-10

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHI¢HEVER OCCURS FIRST.

i

17046

C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

s

AR

*

If the reading is within plus or minus (%) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percen]t solution, an acceptable range is 0.090 to 0.110).
**  Tfusing dry gas for accuracy checks, note the canister serial munber in the lot no. column. If needed, calibration shall be performed with a wet bath sjmulator.
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DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING {PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
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P

AREA NAME AREA NO. COORDINATOR NAME L.D. NUMBER PAS MAKE/MODEL | PAS SERIAL NO. .
South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor TV e / %b ?Zl.,
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHIbHEVER OCCURS FIRST.
05/15/2015 | j©
C1307252
Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

£

i

A

ER BRI L inl]

*

If the reading is within plus or minus () 0.010 percent of the actual value of the al¢ohol selution, no calibration is required (e.g., with a 0.100 percen
** Ifusing dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath s

imulator.

t solution, an acceptable range is 0.

90 to 0.110).
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STATE OF CALIFORNIA

DEPARTMIENT OF CALIFORNIA HIGHWAY PATROL

PREL[MINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051

AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV ol @7b2~
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHiCHEVER OCCURS FIRST.
o IULATOR e v [CALBRATION] woosm b
TEMP Gy | REQUIRED |

05/15/2015 | 088 | DY |14F23-11-5-10 100 | R . /o) X Lee 17046
C1307252
Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

*  Ifthe reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 perce
** If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath.|

nt solution, an acceptable range is 0.090 to 0.110).
simulator.
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AREA NAME
South Los Angeles

530

AREA NO.

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor [

PAS SERIAL NO.

O] Tld

e | ¢
3 1.9

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS

i | TEST#1 | (Opth

| CHECKRESUL

ETEST

ESULTS

, WHICHEVER OCCURS FIRST.

05/15/2015 | (009

34

14F23-11-5-10

.10/

C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

o
5
i

g
Tt
bacx]
bx]

*

**  Tfusing dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath §imulator.

If the reading is within plus or minus (&) 0.010 percent of the actual value of the alcohol solufion, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
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4

AREA NAME AREA NO.
South Los Angeles 530

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor [V

PAS SERIAL NO.

Qrot7)

. SIMULATOR

_DATE | TWE | ¢ LOTNO

0571512015 | 1911 |3 Y |14F23-11-5-10

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

C1307252

/oY

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

LI e 4 LT L

*

**  Ifusing dry gas for accuracy checks, note the canister serial number in the ot no. column. If needed, calibration shall be performed with a wet bath $imu1ator.

If the reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.

090 to 0.110).
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STATE OF CAUFORNIA
DEPARTMIENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051

AREA NAME AREANO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor [V ) //7 7 727

- bATE,

05/15/2015 | j0/% |34 14F23-11-5-10 .100 R , [0k X Lee | 17046
C1307252 |

Prepared by:
Douglas C. Talbot
06-23-14

Expires on:
06-23-16 |

e

O

o

*  If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percenfc solution, an acceptable range is 0.090 to 0.110).
**  Ifusing dry gas for accuracy checks, note the canister serial mumber in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALUFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 20ZK (Rev. 8-08) OP! 051

AREA NAME

South Los Angeles

AREA NO.

530

COORDINATOR NAME

Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL

| Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

0/9974

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

ue }_

SR o ROBLEMS!
v DREE. = 166 v ROTNOL VALUE - OPE . 0. i
05/15/2015 [jo15 |3 [14F23-11-5-10 .100 Lee 17046
C1307252
Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16
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1
E

i

R
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*

k%

If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 perce
If using dry gas for accuracy checks, note the canister serial number in the lot no. cohumn. If needed, calibration shall be performed with a wet bath

nt solution, an acceptable range is 0
simulator.

090 to 0.110).
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PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG
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S/

AREA NAMIE AREA NO. COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV 0(«[’ [ L[ 0{ ‘5
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHI:CHEVER OCCURS FIRST..

. LoTNO.

14F23-11-5-10 100 | Kl 02 X
C1307252

05/15/2015

Prepared by:
Douglas C. Talbot
06-23-14

Expires on:
06-23-16

)

'
i

% H i

FEREE!

*

If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent“ solution, an acceptable range is 0.090 to 0.110).
** If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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DEPARTMEENT OF CALIFORNIA HIGHWAY PATROL
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H57-

AREA NAME

South Los Angeles

530

AREANO.

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV 0['/ / S0

PAS SERIAL NO.

D_

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

TIVE ©

 (Optional | T

05/15/2015

1019

14F23-11-5-10

100 5( ) ’

L0991

Lee

C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

ap 0
pd ]

pal

+

RECI ]

LT

E3

X3

If the reading is within plus or minus (%) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percen;
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

t solution, an acceptable range is 0.090 to 0.110).
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051

H-53

AREA NANME
South Los Angeles

AREANO.
530

COORDINATOR NAME

Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

ODALEY

) SIMULATOR SOL

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WH

i

lorno.

CHEVER OCCURS FIRST.

- ol B TiME“(:C) o | ‘
. — v
05/15/2015 |} 04) 3‘/ 14F23-11-3-10 Lee
C1307252
Prepared by: F

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

A0

RGO

0 M

e}

*  If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  Ifusing dry gas for accuracy checks, note the canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.
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