





































































































STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENI
CHP 202K (Rev. 8-08) OP! 051

NG (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

H37
PAS SERIAL NO.

AREA NAME AREA N

South Los Angeles 530

0.

COORDINATOR NAME

Officer Kirk Lee

LD. NUMBER

17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

D TR

PAS DEVICES SHALL

11/07/2014 | 1322-| 3| 14F23-11-5-10

BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

100 2]

4%

Pl Lee

17046 | “Time CLDaHAC

C1307252

Prepared by:

Douglas C. Talb

—

06-23-14

Expires on:

06-23-16

*  If the reading is within plus or minus () 0.01
** If using dry gas for accuracy checks, note the

0 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREEN

CHP 202K (Rev. 8-08) OPI 051

NG (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

120

AREA NAME

South Los Angeles

0. COORDINATOR NAME
+ 1Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NQ.

OletAb

11/07/2014 | 1824

14F23-11-5-10

-100 Al

BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046 | “TimE CRANEE

C1307252

Prepared by:

Douglas C. Talb

ot |

06-23-14

Expires on:

06-23-16

A Lo

*  If the reading is within plus or minus () 0.01
**  If using dry gas for accuracy checks, note the;

0 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Desiroy Previous Editions ..

Chp202K_1108.pdf




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051

F39

AREA NAME

South Los Angeles 530

%

Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV

COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

09330

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

11/07/2014 | 132)| 34 |14F23-11-5-10

L &)

.100 22 099 %X Lee

17046 | "Tim6E CiasiE

C1307252

Prepared by:

Douglas C. Talbat

06-23-14

Expires on:

06-23-16

el g

@y

*

%%

If the reading is within plus or minus () 0.01
Ifusing dry gas for accuracy checks, note the

canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENI

CHP 202K (Rev. 8-08) OPI 051

NG (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

s

40

AREA NAME

South Los Angeles

530

AREANO. " | COORDINATOR NAME 1.D. NUMBER

Officer Kirk Lee 17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

O Ze7A

11/07/2014 | |} 2@

34

PAS DEVICES SHALL

14F23-11-5-10

100 | 2} .»‘/oi

Lee

BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

TIME CianiE

C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

!
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*

*%

If the reading is within plus or minus (£) 0.010
If using dry gas for accuracy checks, note the ¢

percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
anister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREEN

CHP 202K (Rev. 8-08) OPI 051

NG (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

AREA NAME

South Los Angeles 530

AREA

= 42
COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV wlioy/ e

NO. |

i

11/07/2014 | i&2%

PAS DEVICES SHALL

14F23-11-5-10

BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

100 | 21 , /00 Lee 17046 | TimeChonee

C1307252

Prepared by:

Douglas C. Talb

06-23-14

Expires on:

06-23-16

_‘;

B4 L0

LITE

*

If the reading is within plus or minus () 0.01
If using dry gas for accuracy checks, note the

*%

0 per{;ent of the actual value of the alcohol solution, ne calibration is required {e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREEN
CHP 202K (Rev. 8-08) OPI 051

NG (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

93

AREA NAME AREA

South Los Angeles 530

0.

' | COORDINATOR NAME

Officer Kirk Lee

{.D. NUMBER

17046

PAS MAKE/MODEL

Intoximeters Inc/Alco-Sensor IV

PAS SERIAL NO.

©/%7bk

PAS DEVICES SHALL

11/07/2014 | 37302\ 3Y |14F23-11-5-10

0|2

.jo/

Lee

BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

TME Clonet”

C1307252

Prepared by:

Douglas C. Talb

Ot

06-23-14

Expires on:

06-23-16

|
!

*  If the reading is within plus or minus (+) 0.01
** If using dry gas for accuracy checks, note the

1
0 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALUFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG o
CHP 202K (Rev. 8-08) OPI 051 :FF(’/y

AREA NAME AREA NO. COORDINATOR NAME LD. NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 ' |Officer Kirk Lee 17046 - Intoximeters Inc./Alco-Sensor IV O / %6,,' /
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

11/07/2014 | 15, 14F23-11-5-10 i 21 . JOO X T i i\dpiE

C1307252 |

Prepared by:
Douglas C. Talbot
06-23-14
Expires on:
06-23-16

*  Ifthe reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  Ifusing dry gas for accuracy checks, note the|canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions ) Chp202K_1108.pdf




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREEN

CHP 202K (Rev. 8-08) OPI 051

ING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

+45

AREA NAME AREA NO. I | COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles 530 | | |Officer Kirk Lee ‘ 17046 Intoximeters Inc./Alco-Sensor IV O }990
BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

PAS DEVICES SHALL

| 11/07/2014 z}é’éj | 3‘/

14F23-11-5-10

1,/05 X

TimE Cﬁv@\/@é

C1307252

Prepared by:

Douglas C. Talb

06-23-14

Expires on:

06-23-16

*  If the reading is within plus or minus (=) 0.01
**  If using dry gas for accuracy checks, note the

0 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
canister serial mumber in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions

Chp202K_1108.pdf




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG o
CHP 202K (Rev. 8-08) OPI 051 ‘ F Y

South Los Angeles 530 i |Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV
PAS DEVICES SHALL BE'CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

AREA NAME AREAINO. ' |COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO. % y

11/07/2014 | 153 |24 |14F23-11-5-10 1100 | A Lee 17046
C1307252

Prepared by:
Douglas C. Talbot
06-23-14
Expires on:
06-23-16

Az

LVTE L G LMY e

*  If the reading is within plus or minus (£} 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
** Ifusing dry gas for accuracy checks, note the| canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.- .

Destroy Previous Editions Chp202K_1108.pdf




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OP! 051

= 50
PAS SERIAL NO.

AREA NAME AREA NO.

South Los Angeles 530

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

oylYEk

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

11/07/2014 | }2%®|2Y [14F23-11-5-10

.100 L

.25

Lee

17046 | “MimME CHONLE

C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

*  If the reading is within plus or minus (£) 0.010 per(;:ent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  If using dry gas for accuracy checks, note the|canister serial mumber in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions

Chp202K_1108.pdf



STATE OF CALUFORNIA |
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051 , ﬁ:é /
AREA NAME AREA NO, | { COORDINATOR NAME Llj. NUMBER PAS MAKE/MODEL PAS SERIAL NO. ) .
South Los Angeles 530 | . |Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV oY i g5

PAS DEVICES SHALL

BE ¢HECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

11/07/2014 | }5YD 5‘4 14F23-11-5-10 i .100 2L . 100 X Lee 17046 Timnes e tHaE
C1307252 4

Prepared by:
Douglas C. Talbot |
06-23-14 ; N
Expires on:
06-23-16 \

o

"
e

4 LY

o

|
*  Ifthe reading is within plus or minus (&) 0.010| percent of the actual value of the alcohol solution, no calibration is required {e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).

**  Ifusing dry gas for accuracy checks, note the aanistér serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions Chp202K_1108.pdf




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREEN

\ING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OP! 051 3:;‘:59-
AREA NAME AREANO. | COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO. ’
South Los Angeles 530 1 {Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV % (/ /c‘Sﬁ ot 2

PAS DEVICES SHALL

11/07/2014 | i8R [DY |14F23-11-5-10

.100 21

s 9?’/

Lee

| BEICHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

“Tirmé& CHoptt

. 1C1307252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

"
ES

paR " 5P

Riv

ind

AL

RN 1

*

*k

If the reading is within plus or minus (=) 0.010 per(j:ent of the actual value of the alcohol solution, no calibration is required {(e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
If using dry gas for accuracy checks, note the) canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions

Chp202K_1108.pdf



STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051

53

AREA NAME
South Los Angeles

AREA NO.
530

1.D. NUMBER

17046

COORDINATOR NAME
Officer Kirk Lee

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

HDLALEY

PAS DEVICES SHALL

BE

|
1

HECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

14F23-11-5-10

11/07/2014

C13067252

Prepared by:

Douglas C. Talbot

06-23-14

Expires on:

06-23-16

A0
H

*  Ifthe reading is within plus or minus (&) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).

%

If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Editions

Chp202K_1108.pdf



