

























































































STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKIC?

CHP 202K (Rev. 8-08) OPI 051

AREA NAME

\LIBRATION LOG

AREA NO.

COORDINATOR NAME

1.D. NUMBER

South Los Angeles 530

Officer Kirk Lee

17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

077453

12/17/2015 | JQIOK3Y |C659

107 19

107

X Lee

17046

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
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If the reading is within plus or minus (=) 0.010 percent of the actual value of the al¢ohol solution, no calibs
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calib

ration shall be performed with a wet bath simulator.

ration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051

AREA NAME .

South Los Angeles

AREA NO.

530

COORDINATOR NAME

Officer Kirk Lee

I.D. NUMBER

17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

=3¢
00D 77

12/17/2015 | Q3R

C659

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

107 19

a4

X Lee

\YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016
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ration shall be performed with a wet bath simulator.

If the reading is within plus or minus (+) 0.010 percent of the actual vélue of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calib
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051 4&%5(/

AREA NAME AREA NO. COORDINATOR NAME . LO.NUMBER PAS MAKE/MODEL PAS SERIAL NO.

South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV & / 9&/5

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FiRST.

121172015 |34 | 2Y |59 107 | 20 104 X Lee 17046
Prepared by:
LASO Crime Lab
Expires on:
08/21/2016 -
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If the reading is within plus or minus (+) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).

** Jfusing dry gas for accuracy cheeks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.

Destroy Previous Edijtions Chp202K_1108.pdf




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/C/

CHP 202K (Rev. 8-08) OPI 051

ALIBRATION LOG

3

AREA NAME

South Los Angeles

AREANO.
530

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

O | Bl L

121172015 a3l | BY

C659

107 |,2p

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

Lee

\YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016
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If the reading is within plus or minus () 0.010 percent of the actual vatue of the alcohol solution, no calibgation is required (e.g., with 2 0.100 percent solution, an acceptable range is 0.090 to 0.110).

**  Tfusing dry gas for accuracy checks, note the ¢anister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA’

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/C/

CHP 202K (Rev. 8-08) OPI 051 .

ALIBRATION LOG

H 3B

AREA NAME

South Los Angeles

AREA NO.

530

COORDINATOR NAME -

Officer Xirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL
Intoximeters In¢./Alco-Sensor IV

PAS.SERIAL NO.

o] 9L

12/17/2015 | 103Dk -

107 g

Lee

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

SHanms WoH.

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016

*  If the reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  [fusing dry gas for accuracy checks, note the canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/C/

ALIBRATION LOG e .
CHP 202K (Rev. 8-08) OPI 051 (_,Tfs 7
AREA NAME . AREA NO. COORDINATOR NAME L.D. NUMBER PAS MAKE/MODEL PAS SERIAL NO.
South Los Angeles ' 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV OT3I030
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

12/17/2015 | ) 'Olff / 5‘»/ C659 107 0’{0 P /{/Z/ X Lee 17046
7
Prepared by:
LASO Crime Lab
Expires on:
08/21/2016
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*  Ifthe reading is within plus or minus (=) 0.010 percent of the actnal value of the alcobol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  Ifysing dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
Destroy Previous Editions Chp202K_1108.pdf




STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051 :

AREA NAME AREANO. COORDINATOR NAME

1.0. NUMBER PAS MAKE/MODEL [PAS SERIAL NO.
South Los Angeles 530 Officer Kirk Lee 1

7046 Intoximeters Inc./Alco-Sensor IV O/ AT
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

12172015 | 1044 | 3/ |Cc659 107 | RO . 103 X Lee 17046
Prepared by:
LASO Crime Lab
Expires on:
08/21/2016 N
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*  [Ifthe reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibgation is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
** If using dry gas for accuracy checks, note the canister serial number in the lot no. colurmn. If needed, calibration shall be performed with a wet bath simulator.
Destroy Previous EcTtions Chp202K_1108.pdf




STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/C

ALIBRATION LOG )
CHP 202K (Rev. 8-08) OPI 051 ' 2
AREA NAME AREA NO. COORDINATOR NAME £.D. NUMBER PAS MAKE/MODEL . PAS SERIAL NO.
South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Aleo-Sensor IV 0 / %7 [/ 2_/

ol 3y

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA%YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

12/17/2015 C659 107 19 , /A X Lee 17046
Prepared by:
LASO Crime Lab
Expires on:
08/21/2016
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If the reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA
DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/C!

ALIBRATION LOG g
CHP 202K (Rev. 8-08) OPI 051 o #L/S
AREA NAME AREA NO. COORDINATOR NAME 1.D. NUMBER S PAS MAKE/MODEL PAS SERIAL NO. .
; - t - 01 &7k
South Los Angeles 530 Officer Kirk Lee . 17046 Intoximeters Inc./Aleco-Sensor IV / (7
PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

\YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.
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*  If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
**  Tfusing dry gas for accuracy checks, note the canister serial mumber in the lot no. column. If needed, calibration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/C!

CHP 202K (Rev. 8-08) OPI 051

ALIBRATION LOG

Y

AREA NAME
South Los Angeles

AREA NO.
530

COORDINATOR NAME
Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

O/969)

12/17/2015

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

107

Lee

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016

*  Ifthe reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no c¢alibr:
** If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibs

ation is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
ation shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CAL!

BRATION LOG

HYS

CHP 202K (Rev. 8-08) OPI 051
AREA NAME . AREANO. COORDINATOR NAME [.D. NUMBER PAS MAKE/MODEL . . PAS SERIAL NO.
South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV olv199o

1211702015 | 105) |3Y |c659

107 pal

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

X Lee

17046

Prepared by:
LASO Crime Lab

Expires on:

08/21/2016
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**  Ifusing dry gas for accuracy checks, note thie canister serial iumber in the lot no. column. If needed, calib

If the reading is within plus or minus (£) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
ration shall be performed with a wet bath simulator.

Chp202K_1108.pdf
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG .

CHP 202K (Rev. 8-08) OP} 051 ,ﬁ:(/b

AREA NAME AREANO. . COORDINATOR NAME 1.D. NUMBER PAS MAKE/MODEL . PAS SERIAL NO. L

South Los Angeles 530 Officer Kirk Lee 17046 Intoximeters Inc./Alco-Sensor IV /77
Vi

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

12/17/2015 | )O5>| . 2Y |C659 107 | AD /0 X Lee 17046
7 [
Prepared by:
LASO Crime Lab
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ation is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).

If the reading is within plus or minus () 0.010 percent of the actual value of the alcohol solution, no calibr:
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. Ifneeded, calibration shall be performed with a wet bath simulator.
. Chp202K_1108.pdf
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKICALIBRATION LOG
CHP 202K (Rev. 8-08) OPI 051

50

AREA NAME
South Los Angeles

AREA NO.

530

COORDINATOR NAME

Officer Kirk Lee

1.D. NUMBER
17046

PAS MAKE/MODEL -

Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

o4 l4tb

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

\YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

21772015 1955|324

C659

107 | O
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Lee

17046

Prepared by:

LASO Crime Lab

Expirés On:

08/21/2016
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ration shall be performed with a wet bath simulator.

If the reading is within plus or minus (&) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
If using dry gas for accuracy checks, note the canister serial mumber in the lot no. columm. Ifneeded, calib
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKIC|
CHP 202K (Rev. 8-08) OPI 051

ALIBRATION LOG

F# 5]

AREA NAME

South Los Angeles

AREA NOC.

530

COORDINATOR NAME

Officer Kirk Lee

L.D. NUMBER

17046

PAS MAKE/MODEL

Intoximeters Inc./Alco-Sensor IV

PAS SERIALNO. .

041495,

12/17/2015 )057

Y

C659

107 9

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DA

e

Lee

17046

kkYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016
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*  Ifthe reading is within plus or minus (&) 0.010 percent of the actual value of the alcohol solution, no calibr
If using dry gas for accuracy checks, note the canister serial number in the lot no. column. Ifneeded, calib

&k

ation is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
ration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECK/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051

HS2

AREA NAME

South Los Angeles

. |AREANO.

530

COORDINATOR NAME
Officer Kirk Lee

L.D. NUMBER

17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

0Y /502~

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 DAYS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

1211712015 | 1999 DY

C659

107 19

. [P0

X Lee

17046

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016

*  Ifthe reading is within plus or minus (=) 0.010 percent of the actual value of the aleohol solution, no calibr
**  If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calib

ation is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).
ration shall be performed with a wet bath simulator.
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STATE OF CALIFORNIA

DEPARTMENT OF CALIFORNIA HIGHWAY PATROL

PRELIMINARY ALCOHOL SCREENING (PAS) DEVICE ACCURACY CHECKI/CALIBRATION LOG

CHP 202K (Rev. 8-08) OPI 051

. AREA NAME

South Los Angeles

AREA NO.

530

COORDINATOR NAME

Officer Kirk Lee

1.D. NUMBER

17046

PAS MAKE/MODEL
Intoximeters Inc./Alco-Sensor IV

PAS SERIAL NO.

OBR65Y

12/17/2015 | 1) P A~

C659

107 L0

X Lee

PAS DEVICES SHALL BE CHECKED FOR ACCURACY EVERY 10 D)\\YS OR EVERY 150 TESTS, WHICHEVER OCCURS FIRST.

17046

Prepared by:

LASO Crime Lab

Expires on:

08/21/2016
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If the reading is within plus or minus (+) 0.010 percent of the actual value of the alcohol solution, no calibration is required (e.g., with a 0.100 percent solution, an acceptable range is 0.090 to 0.110).

If using dry gas for accuracy checks, note the canister serial number in the lot no. column. If needed, calibr

ration shall be performed with a wet bath simulator.
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