
Long Beach Police Department

1400 Canal Ave
Long Beach, Ca 90813

Intoxilyzer 5000EN Periodic Determination of Accuracy / Maintenance Record

Forensic Science Services Division

PH: (562) 570-7680    Fax:  (562) 570-7689

68-012337 12:4509/02/2021

Prom Pass
Ram Pass

Temp Pass

Motor Pass

Eeprom Pass Pass

Range PassPass

Printer Pass
3041

Pass

Pass

13:3609/02/202126857  BO75

N Source Diagnostic

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

68-012337 12:4609/02/2021

G GOSSAGE 7885

.131 IRS0122920 34.01
MP5021

000

Not performed No

Not performed No

Prom
Ram

Temp

Motor

Eeprom

Range

Printer

13:3609/02/202178200  BNX3

N Source Calibration

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

11/04/2021 Page   1Date printed

This is a true, complete, and accurate report of the periodic determination of
accuracy and diagnostic data from the specified Intoxilyzer 5000EN instrument obtained

from the CMI COBRA database.



Long Beach Police Department

1400 Canal Ave
Long Beach, Ca 90813

Intoxilyzer 5000EN Periodic Determination of Accuracy / Maintenance Record

Forensic Science Services Division

PH: (562) 570-7680    Fax:  (562) 570-7689

68-012337 12:5109/02/2021

G GOSSAGE 7885

.131 IRS0122920 33.87
MP5021

000

.130 No

.132 No

Prom
Ram

Temp

Motor

Eeprom

Range

Printer

13:4109/02/202114973  BO80

N Source Calibration

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

68-012337 10:0809/09/2021

Prom Pass
Ram Pass

Temp Pass

Motor Pass

Eeprom Pass Pass

Range PassPass

Printer Pass
3044

Pass

Pass

07:4311/04/202119450  BQR2

N Source Diagnostic

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

11/04/2021 Page   2Date printed

This is a true, complete, and accurate report of the periodic determination of
accuracy and diagnostic data from the specified Intoxilyzer 5000EN instrument obtained

from the CMI COBRA database.



Long Beach Police Department

1400 Canal Ave
Long Beach, Ca 90813

Intoxilyzer 5000EN Periodic Determination of Accuracy / Maintenance Record

Forensic Science Services Division

PH: (562) 570-7680    Fax:  (562) 570-7689

68-012337 11:3109/16/2021

Prom Pass
Ram Pass

Temp Pass

Motor Pass

Eeprom Pass Pass

Range PassPass

Printer Pass
3042

Pass

Pass

07:4311/04/202142577  BQS7

N Source Diagnostic

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

68-012337 10:0509/23/2021

Prom Pass
Ram Pass

Temp Pass

Motor Pass

Eeprom Pass Pass

Range PassPass

Printer Pass
3038

Pass

Pass

07:4311/04/202160677  BQT4

N Source Diagnostic

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

11/04/2021 Page   3Date printed

This is a true, complete, and accurate report of the periodic determination of
accuracy and diagnostic data from the specified Intoxilyzer 5000EN instrument obtained

from the CMI COBRA database.



Long Beach Police Department

1400 Canal Ave
Long Beach, Ca 90813

Intoxilyzer 5000EN Periodic Determination of Accuracy / Maintenance Record

Forensic Science Services Division

PH: (562) 570-7680    Fax:  (562) 570-7689

68-012337 12:4409/30/2021

Prom Pass
Ram Pass

Temp Pass

Motor Pass

Eeprom Pass Pass

Range PassPass

Printer Pass
3026

Pass

Pass

07:4311/04/202159252  BQU9

N Source Diagnostic

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

68-012337 12:4609/30/2021

G GOSSAGE 7885

.131 IRS0122920 34.00
MP5021

004

Not performed No

Not performed No

Prom
Ram

Temp

Motor

Eeprom

Range

Printer

07:4311/04/202119262  BQG0

N Source Calibration

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

11/04/2021 Page   4Date printed

This is a true, complete, and accurate report of the periodic determination of
accuracy and diagnostic data from the specified Intoxilyzer 5000EN instrument obtained

from the CMI COBRA database.



Long Beach Police Department

1400 Canal Ave
Long Beach, Ca 90813

Intoxilyzer 5000EN Periodic Determination of Accuracy / Maintenance Record

Forensic Science Services Division

PH: (562) 570-7680    Fax:  (562) 570-7689

68-012337 12:4809/30/2021

T TYLER 11036

.131 IRS122920 34.01
MP5021

000

.134 No

.133 No

Prom
Ram

Temp

Motor

Eeprom

Range

Printer

07:4311/04/202135559  BQH3

N Source Calibration

Operator

Diagnostics check

Instrument serial No:

First calibration check:

Solution lot#: Concentration (%W/V)

Simulator Ser No.
Soln temp C:

Number of people tested since last periodic determination of accuracy:

Real Time clock

Internal standards

Digital voltmeterAuto calibration

Serial No.

Record imported (Y/N)

Record IDCheck sum Download date/time:

Second calibration check:

Interferent detected:

Interferent detected:

Accuracy check date/time:

11/04/2021 Page   5Date printed

This is a true, complete, and accurate report of the periodic determination of
accuracy and diagnostic data from the specified Intoxilyzer 5000EN instrument obtained

from the CMI COBRA database.


